The ImageJ based "SMARTE" SEM performance and/or image characterization software provides a range of useful data, including resolution, signal-to-noise and contrast transfer function (CTF) data [1]. The existing package subroutine dealing with the CTF uses a full 360 degree radial integration of the Fast Fourier Transform (FFT) derived from the image to generate the CTF. This approach has been used successfully to characterize modern SEM [2].
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To better understand the image data and CTF analysis it was suggested [3] that the capability to interactively select the angular range and direction of the FFT data for the CTF derivation would be useful. The specific code for the radial selection was sourced from the NIH ImageJ Library [4] and has been introduced into the CTF routine of the SMARTE program (now SMARTeR). A range of test images were created and to model a range of potential artifacts. These were analysed using the new selective SMARTeR CTF routine and the results demonstrated an improved sensitivity to artifact than seen in the full radial analysis.
Recent instrument characterization studies of high resolution SEM and also of the helium-based scanning ion microscope (SIM) have provided an example of unusual and inexplicable resolution results and CTF curves. Very low (and improbable) resolution data were measured, for example. Also and notably some CTF curves displayed a broad plateau in the finer spatial dimension although nothing was immediately evident in the source image. This type of CTF curve is clearly distinct from 'normal' curves (figure 1) [2] and also warranted further investigation.
Radial CTF analysis of the SEM images with 'anomalously' low resolution results have been performed. In one case, for example, automatically measured (SMARTeR routine) resolution figure of "0.14nm" is found to be a vibration artifact visible at 0.24nm in the vertical analysis of the CTF, with real image resolution around 0.5nm identifiable in the horizontal CTF data (figure 2).
The reprocessing of the "plateau CTF" image data by selecting a 90 degree integration range in both the horizontal and vertical directions clearly distinguishes this anomaly into an artifact associated with the horizontal dimension of the image. The original image was collected using the common 'line-average' method and this was found to be the key. Modelling of horizontal sample drift, by averaging a series of the same image with incremental horizontal offsets to give a single pixel total "drift" generated a similar plateau effect in the horizontal CTF. Re-collection of a second image from the sample without 'line averaging' eliminated the effect (figure 3). Testing of the line integration mode on a matching (same manufacturer) SEM did not show the same effect however it was found to be present on a second helium-based SIM. One possibility for this effect is that the reproducibility of the positioning of the helium beam during line integration was not ideal.
The directional analysis of the CTF has also been found to allow identification of variations in S/N and vibration effects in characterization imaging and is suggested to be an additional, useful tool for performance characterization of scanning ion and electron microscopes. 
